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G R A P H I C A L A B S T R A C TA B S T R A C T
The molluscicide metaldehyde (2,4,6,8-tetramethyl-1,3,5,7-tetraoxocanemetacetaldehyde) is an emerging
pollutant. It is frequently detected in surface waters, often above the European Community Drinking Water
Directive limit of 0.1mg/L for a single pesticide. Gas chromatography mass spectrometry (GC–MS) can be used to
determine metaldehyde in environmental waters, but this method requires time consuming extraction
techniques prior to instrumental analysis. Use of liquid chromatography-tandemmass spectrometry (LC–MS/MS)
can overcome this problem.We describe a novel LC–MS/MSmethod, using amethylaminemobile phase additive,
coupled with on-line sample enrichment that allows for the rapid and sensitive measurement of metaldehyde in
surface water. Only the methylamine adduct of metaldehyde was formed with other unwanted alkali metal
adducts and dimers being suppressed. As considerably less collision energy is required to fragment the* Corresponding author.
E-mail address: gary.fones@port.ac.uk (G.R. Fones).
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M. Schumacher et al. /MethodsX 3 (2016) 188–194 189methylamine adduct, a ﬁve-fold improvement in method sensitivity, compared to a previous method using an
ammonium acetate buffer mobile phase was achieved. This new approach offers:
 Avalidatedmethod thatmeets regulatory requirements for the determination ofmetaldehyde in surfacewater.
 Improved reliability of quantiﬁcation over existing LC–MS/MS methods by using stable precursor ions for
multiple reaction monitoring.
 Low limits of quantiﬁcation for tap water (4 ng/L) and river water (20ng/L) using only 800mL of sample;
recoveries > 97%.
ã 2016 The Authors. Published by Elsevier B.V. This is an open access article under the CC BY license (http://
creativecommons.org/licenses/by/4.0/).
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Method name: An improved method for measuring metaldehyde in surface water using liquid chromatography tandem mass
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Reagents and standards
Acetonitrile and methanol of LC–MS grade purity were from VWR International Ltd. (Lutterworth,
UK). Deuterated metaldehyde-d16 (>99 atom% deuterium) was from QMX Laboratories Ltd. (Thaxted,
UK). Metaldehyde (99%) and methylamine (2M) were from Sigma-Aldrich Ltd. (Gillingham, UK).
Ultrapure water (18MV  cm) was used throughout and was produced from an Elga Purelab Prima
water system (High Wycombe, UK).
Glassware is cleaned using a 10% Decon-90 solution (Decon Laboratories Ltd., Hove, UK), then
rinsed with tap water, ultrapure water and ﬁnally methanol. Metaldehyde stock solution is prepared
by dissolving 25mg metaldehyde powder in 25mL methanol to give a concentration of 1 g/L. The
solution is kept in the dark at room temperature. Subsequent dilutions in methanol are undertaken to
produce a ﬁnal concentration of 50mg/L, this solution is used to produce the aqueous calibration
standards.
An internal standard stock solution (deuterated metaldehyde-d16) is prepared by dissolving 10mg
of the powder in 10mLmethanol to give a concentration of 1 g/L. Subsequent dilutions inmethanol areTable 1
Mass spectrometer source conditions.
Gas Temp (C) 250
Gas Flow (L/min) 5
Nebuliser pressure (psi) 60
Sheath gas heater (C) 300
Sheath gas ﬂow (L/min) 11
Capillary voltage (V) 3000
Nozzle voltage (V) 1000
Table 2
Solvent elution timetable.
Time (min) Solvent B (%)
0 30
3 67.5
3.5 100
4.5 100
5.0 30
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prepared in ultrapure water is spiked with internal standard to give a concentration of 1mg/L.
A 2.5mMmethylamine+ 0.05% acetic acid solution is prepared in a fume hood by adding 250mL of
acetic acid and 625mL of 2M methylamine to 500mL of ultrapure water. This solution is freshly
prepared every 3days.
LC–MS/MS instrumentation
All measurements are performed using an Agilent 1260 Inﬁnity LC system comprising a 6460 triple
quadrupole (Part No. G6460A) equipped with a jet stream electrospray ionisation source (Part No.
G1958-65138), vacuum degasser (Part No. G1379B), binary pump (Part No. G1312B) and thermostated
column compartment (Part No. G1316A). The LC system, mass spectrometer and data analysis are
controlled using Agilent Mass Hunter software version B.05.01. (Agilent Technologies, Santa Clara,
USA).
The analytical column is an Atlantis T3 (C18), 2.1mm50mm, 3mm particle size (Part No.
186003717), with an Atlantis T3, 2.1mm10mm used as guard column, (Part No. 186003756),
Waters, Elstree, UK). Themobile phase consists of an aqueous 2.5mMmethylamine + 0.05% acetic acid
solution (solvent A) and acetonitrile (solvent B) at a ﬂow rate of 0.3mL/min and is used in the gradient
elution mode. Mass spectrometer source conditions and solvent elution conditions are shown in
Tables 1 and 2 respectively. Total run time is 8min.
On-line sample enrichment
The sample is introduced via an on-line enrichment system comprising a standard Agilent
1260 Inﬁnity quaternary pump, Agilent 1260 auto-sampler and a programmable Agilent 1200 Inﬁnity
12 port/6-position selection valve (Part No. G1159A). A second programmable Agilent 1200 Inﬁnity 2-Table 3
On-line SPE conditions.
Mobile phase A: Water (2.5mM methylamine+ 0.05% acetic acid)
B: Acetonitrile
Temperature Ambient
Mobile phase (quaternary/loading pump) A: Water
B: Acetonitrile
Quaternary pump sample loading ﬂow (mL/
min)
1.0
Sample loading ﬂow (mL/min) 1.0
Injection volume (mL) 800
Gradient programme: Time (min) (% solvent B)
0.0 0
0.5 100
5.0 100
5.5 0
7.7 0
8.0 0
Injector Programme: Command
DRAW: deﬁned amount from sample from vial
(800mL)
speed 500mL/
min
VALVE: main-pass
WAIT: 3.5min
REMOTE: start pulse
WAIT: 2.0min
EJECT: deﬁned amount into seat speed 900mL/
min
2-position/6-port valve set-point timetable Time (min) Position
0.0 2
0.1 1 (elution)
2.0 2 (conditioning)
[(Fig._1)TD$FIG]
Fig. 1. Schematic of the on-line enrichment system shown in sample load position.
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phase extraction (SPE) cartridge or elution onto the analytical column. The entire on-line enrichment
system is fully integrated and controlled by the Agilent Mass Hunter software. 800mL aliquot of
sample is introduced into the loading line via the auto-sampler and pumped using the quaternary
pump onto a Waters re-usable Oasis HLB on-line SPE cartridge (2.1mm10mm) (Part No.
186005786). Following sample enrichment the SPE cartridge is eluted (back-ﬂushed) by the binary
pump gradient onto the analytical column for separation and detection of metaldehyde by the mass
spectrometer. The on-line programme for the conditioning, loading and elution of SPE cartridge is
shown in Table 3. The on-line system is shown schematically in Fig. 1.
Sample preparation
Dilute stock metaldehyde solution (50mg/L) in ultrapure water to obtain working calibration
standard solutions of concentration 0, 10, 50, 100, 300, 500, 750 and 1000ng/L
Attach an Oasis HLB cartridge to the 12 port/6-position selection valve.
Add 1mL of sample and working calibration standard solutions into labelled silanized auto-
sampler vials. Add 20mL of internal standard solution (50mg/L) to each vial andmix. Transfer to auto-
sampler tray.
Loadmethodwhich contains the entire LC conditions and switching valve programme, as shown in
Table 3, via the Mass Hunter data acquisition software.Table 4
LC–MS/MS acquisition conditions.a
Compound Precursor
mass (m/z)
MS
resolution
Product
mass (m/z)
Dwell
time (ms)
Fragmentor
voltage (V)
Collision
energy (eV)
Cell acceleration
voltage (V)
Metaldehyde-d16 224.3 Unit 80.2 250 135 3 7
Metaldehyde
(Quantitative)
208.2 Unit 76.1 250 135 3 7
Metaldehyde
(Qualitative)
208.2 Unit 176.1 250 135 3 7
a The mass spectrometer was operated in positive electrospray and multiple reaction monitoring (MRM) mode.
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enrichment and HPLC system is leak free.
Analyse samples and calibration standards solutions and prepare a calibration Table via the Mass
Hunter data analysis software.
Data acquisition
Data acquisition was performed in multiple reaction monitoring mode (MRM) between 1.8–
3.0min using the conditions shown in Table 4.
Quantiﬁcation
The ion transitionsm/z =208.2 tom/z =76.1 andm/z =208.2 tom/z =176 are used for quantiﬁcation
and qualiﬁcation of metaldehyde respectively. The ion transition for the internal standard is m/
z =224.3 to m/z =80.2. The calibration curve for metaldehyde is obtained by injecting standards at
concentrations of 0, 10, 50, 100, 300, 500, 750, 1000ng/L. These are made up from stock solutions as
described above and spiked with internal standard (1mg/L) prior to analysis. Linear regression is
applied to the internally standardized calibration plot with aweighting factor of 1/xwhich results in a
better ﬁt of the values for the lower concentration standards. The correlation coefﬁcient (R2) for the
eight point calibration is typically > 0.999.
Validation
Validationwas undertaken using theWater Research Centre NS30 protocol. This is accepted as best
practice within the water industry in the UK for the derivation of the accuracy requirements of an
analytical systemwhenmonitoring to a particular water quality standard [1]. NS30 requires a series of
tests to be carried out to assess the precision of analysis across the analytical range, over a period of
two weeks or longer. It is also consistent with the speciﬁcations made within ISO/TS 13530:2009.
Limits of quantiﬁcation (LoQ) of 4 and 20ng/L were obtained using tap water and river watermatrices
respectively. Recoveries of metaldehyde from both matrices were > 97%. A summary of the validation
data is shown in Table 5.
The method was further validated by participation in Aquacheck, an analytical proﬁciency testing
schemeprovided by LGC and accredited by theUKAccreditation Service (UKAS). The result of 68.3 ng/L
obtained by the new method showed good agreement with the assigned value for metaldehyde of
60.1 ng/L, well within the Z-score threshold of 2 to pass the test.Table 5
Summary of validation data for the on-line LC–MS/MS method.
Matrix Level Spiked conc.
(ng/L)
Measured conc.
(ng/L)
Batches DoF LoD rounded
(ng/L)
LoQ %
RSD
%
Bias
% Rec % UoM
Tap
water
Unspiked – – 11 11 2.0 4.0 – – – 25.1
Low
spike
100.0 99.0 11 13 6.8 1.0 97.6
High
spike
750.0 743.0 11 16 4.5 1.0 98.9
River
water
Unspiked – – 11 14 9.0 20.0 – – – 27.1
Low
spike
108.0 108.0 11 20 7.8 0.1 100.0
High
spike
758.0 748.0 11 15 4.5 1.4 98.6
The tap water and river water used for validation experiments contained measurable ﬁeld incurred residues of metaldehyde
which were taken into account when calculating the LoD and LoQ. Key: DoF =degrees of freedom, LoD= limit of detection,
LoQ= limit of quantiﬁcation, RSD= relative standard deviation, Rec = recovery, UoM=uncertainty of measurement.
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Metaldehyde is an emerging pollutant in environmental waters. It is used to control slugs and
snails in a wide range of agricultural, horticultural and domestic crops and is the most widely used
molluscicide in the UK. Metaldehyde is very stable, not readily biodegradable and is frequently found
in the aquatic environment at concentrations far exceeding the European Community DrinkingWater
Directive limit of 0.1mg/L [2]. During 2012, fourteen water companies in England recorded a total of
232 regulatory exceedances for metaldehyde. Such exceedances have led to water companies being
required to effectively monitor the sources and ﬂuxes of metaldehyde in the aquatic environment
under their management [3].
Typically GC–MS, using single or triple quadrupole instruments, is used to determinemetaldehyde
in water at concentrations above or below the Drinking Water Directive limit [4]. GC–MS methods
requiremetaldehyde to be extracted from thewater using time consuming off-line techniques such as
liquid–liquid or solid-phase extraction prior to analysis [4,5].
Using an Agilent LC–MS/MSwe successfullymodiﬁed a previous instrumental method used for the
analysis of metaldehyde inwater. Initially, the choice of the mobile phase buffer on the ionisation and
fragmentation processes of metaldehyde was evaluated. The objective was to improve method
sensitivity for measuring metaldehyde by overcoming the unfavourable conditions obtained by the
formation of multiple adduct ions when using ammonium acetate as the conventional mobile phase
buffer. This modiﬁed method uses an alkyl-ammonium buffer (methylamine) as a mobile phase
additive. Using this buffer, the methylamine-adducted metaldehyde was observed as the only major
molecular ion, while the formation of other adduct ions especially ([M+H]+, [M+Na]+, [M+NH4]+,
[M+K]+) and dimers were highly suppressed. Also, product ion spectra with a single major fragment
ion were not seen, unlike that observed with ammonium acetate buffer.
The afﬁnity of alkyl-ammonium buffers and their basicity towards compounds are believed to be
factors that inﬂuence the formation and abundance of molecular and fragment ions, respectively [6–
8]. Methylamine appears to have a strong afﬁnity towards metaldehyde and the binding energy
between the two is greater than that of other adducts, effectively suppressing their formation. The
methylamine adduct ion (m/z =208.2) of metaldehyde (M) has the following formula [M+CH3NH2]+
and is the primary adduct formed. This undergoes fragmentation in the collision cell of the mass
spectrometer to form the methylamine adduct of ethanal observed atm/z =76.2 in a product ion scan.
Other ions observed in the product ion scan includem/z =176.1, which is probably due to the removal
of methylamine moiety to yield the molecular ion of metaldehyde, and m/z =145 which is the loss of
C2H7, from themolecular ion to form C6H9O4+. The hypothesis for the formation of the ion atm/z =145
is supported by the use of ACD/MS Fragmenter software (Toronto, Canada) (see Fig. 2).
Overall, better precision (<7.0% RSD at the Drinking Water Directive limit of 0.1mg/L) and a ﬁve-
fold improvement inmethod sensitivity were obtained formetaldehydewhen using themethylamine
buffer compared with the previously used ammonium acetate buffer. Compared to off-line liquid–[(Fig._2)TD$FIG]
Fig. 2. Proposed fragmentation pathway for the ion observed at m/z =145 obtained from ACD/MS Fragmenter software.
194 M. Schumacher et al. /MethodsX 3 (2016) 188–194liquid or solid-phase extraction the new method offers signiﬁcant beneﬁts in terms of lower sample
volumes, speed and cost of analysis. The methylamine buffer effectively eliminates the formation of
problematic alkali metal adducts by forming the one methylamine adduct and can be used for other
compounds where unwanted alkali metal adducts are formed. The new method has now been in
routine use for over 6 months analysing several hundred surface water samples for regulatory
reporting purposes. This easily to implement method, requiring only a simple modiﬁcation to the
mobile phase, should prove attractive to analysts based in laboratories of water companies and
environmental regulators.
Acknowledgements
This studywas part funded by the Natural Environment Research Council (NERC) as an iCASE award
(NE/L009145/1) to GC.
MethodsX thanks the reviewers (anonymous) of this article for taking the time to provide valuable
feedback.
References
[1] R.V. Cheeseman, A.L. Wilson, A Manual on Analytical Quality Control for theWater Industry, revised byM. J. Gardner, NS 30,
Water Research Centre, 1989. ISBN 0-902156-85-3.
[2] Council Directive 98/83/EC of 3 November 1998 on the quality of water intended for human consumption [1998] OJ L 330/32
http://eur-lex.europa.eu/legal-content/EN/TXT/PDF/?uri=CELEX:31998L0083&from=EN.
[3] A. Davey, T. Hall, J. Horn, J. Jonsson, R. Keirle, Evidence Review of Catchment Strategies for Managing Metaldehyde, 2014,
UKWIR Report Ref. No. 13/DW/14/7, ISBN 1 84057 729 0.
[4] The determination of metaldehyde in waters using chromatography with mass spectrometric detection. Methods for
examination of waters and associated materials. 2009, Environment Agency. http://webarchive.nationalarchives.gov.uk/
20140328084622/http://www.environment-agency.gov.uk/static/documents/Research/Metaldehyde-226b.pdf.
[5] C. Li, Y.-L. Wu, T. Yang, Y. Zhang, Determination of metaldehyde inwater by SPE and UPLC-MS-MS, Chroma 72 (9–10) (2010)
987–991.
[6] D. Ortelli, S. Rudaz, E. Cognard, J.L. Veuthey, Analysis of dihydroartemisinin in plasma by liquid chromatography-mass
spectrometry, Chroma 52 (7–8) (2000) 445–450.
[7] K. Teshima, T. Kondo, C. Maeda, T. Oda, T. Hagimoto, R. Tsukuda, Y. Yoshimura, Application of 1-alkylamines to a liquid
chromatographic/turbo ionspray tandem mass spectrometric method for quantifying metabolites of a new bone anabolic
agent TAK-778, in human serum, J Mass Spectrom 37 (6) (2002) 631–638.
[8] J.J. Zhao, A.Y. Yang, J.D. Rogers, Effects of liquid chromatography mobile phase buffer contents on the ionization and
fragmentation of analytes in liquid chromatographic/ionspray tandem mass spectrometric determination, J. Mass
Spectrom. 37 (4) (2002) 421–433.
